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Materials and Methods 
Three CAP EPT surveys (MX-1 A, B, C) for HLA class I and  

(MX- 2 A, B and C)  for HLA class II,  comprising of  four samples 
for HLA – class I, two samples for HLA – class II were processed 
during the period January – December 2014.  Lifecodes Screen & 
identification kits were used for antibody screening and specification.  
Lifecodes DSA kits were used for Luminex crossmatch. All kits were 
purchased from Immucor, India. The protocol mentioned in the 
product insert was followed for performing the tests and MATCH 
ITI Antibody software was used for analysis. All EQAS samples were 
stored as per specification (2-80 Celsius) until processing which was 
done within 72 hrs of receipt. A positive or negative assignment 
was made on the basis of both mean fluorescence intensity (MFI) 
and score which incorporates a correction for the background. MFI 
> 500 was assigned positive only if the score was > two. This was 
followed for all three antibody detection assays. The results obtained 
were compared with that of Flowcytometry results provided in CAP 
survey for concordance. Flowcytometry identified more antibodies 
than Luminex for all samples and in one class I sample specification 
was different from Luminex although Luminex is known to be more 
sensitive [2]. Anti DQA1 and anti DPB1 antibodies were not included 
in this analysis as the kit is known not to detect them. Higher PRA 
of sample was associated with greater number of antibodies and 
a concomitant increase in specificities not identified by Luminex.  
Performance in EQAS was satisfactory because results for first 16 

Introduction 
In order to maintain confidence in reporting for laboratory 

accreditation, it is imperative for laboratories to participate in 
external proficiency testing (EPT) for all tests offered by the 
laboratory. Luminex based assays are being used worldwide for semi-
quantitative measurement of antibodies in sera of potential allograft 
recipients and have been used for the formulation of guidelines of 
the British Society of Histocompatibility and Immunogenetics for 
risk stratification of solid organ recipients [1]. Over the last five years 
Luminex antibody testing, especially donor specific  IgG antibody 
(DSA) which is a Luminex crossmatch has become very popular in 
India and most centers are using it in lieu of Single antigen bead 
testing which is expensive and may be give many false positive results 
due to its exquisite sensitivity [2]. This test detects only anti HLA - A 
B and DRB1 IgG antibodies with lower sensitivity and specificity than 
Single antigen beads [3]. Panel reactive screen (pooled bead assay) 
and to a lesser extent antibody specification (phenotype bead assay) 
are being increasingly used in the Indian subcontinent for detection 
of anti HLA antibodies.  No external proficiency testing (EPT) survey 
is available in India for from the providers of the kit for Luminex 
antibody detection. The College of American Pathologists (CAP) 
provides a survey that does not grade antibody tests done on Luminex 
platform due to low number of participants for this assay, and the 
results are compared with those obtained on flowcytometry. We 
analysed our one year’s CAP EPT performance for the year 2014 with 
the aim of evaluating the adequacy of the CAP samples for antibody 
detection by Luminex.
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Abstract

Luminex antibody detection, especially Luminex crossmatch is used frequently in India for pre 
transplant work up for patients with end stage renal disease. This test is often performed in lieu of 
single antigen bead assay in India due to its lower cost. We report on our experience with College 
of American Pathologist external proficiency test samples (CAP EQAS) for Luminex based antibody 
detection assays.  

Methods: Twelve surveys from College of American Pathologists (MX-1 A, B, C) each comprising 
of either four plasma samples for HLA – class I, two samples for HLA – class II (MX- 2 A, B and C) 
and two sets of whole blood containing non enriched lymphocytes were processed as per schedule 
from January 2014 till December 2014 for detection of HLA class I or/and HLA class II IgG antibodies.  

Results: All six surveys were fully concordant for antibody screening which is a pooled bead 
assay: greater than ninety percent samples of phenotype test were accurately assigned, but six 
samples (16.67%) of Luminex T cell crossmatch were discordant of which five samples were incorrectly 
assigned negative possibly due to matrix interference. 

Conclusion: CAP EQAS survey was adequate for external quality control of Luminex antibody 
assays except for Luminex crossmatch test. This could be due to matrix interference and such 
discordant results need to be correlated by inter-lab comparison until CAP is able to provide suitable 
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specificities which are considered for evaluation  showed concordance. 
A summary of the results is shown in Table 1. The results of antibody 
specification are depicted in Table 2 including the percentage PRA for 
all samples.   Inter – laboratory comparison (ILC) was performed for 
two samples (one negative and one positive) for all surveys for which 
discordant results were obtained but ILC results were concordant for 
both positive and negative samples. 

Discussion 
Antibody screening may be performed on the sample as the results 

were entirely concordant by both methods as expected for a screening 
test. CAP result format for antibody specification has a column of 
antibody specificities and another for additional specificities although 
only 16 antibodies are to be reported. Antibody specificities were 
matched for all positive class I samples with few exceptions. A higher 

degree of concordance was observed if PRA was higher. The HLA 
class I IgG antibodies not detected included A43, B41, B48, B76 (two 
samples), Cw2 (two samples) and Cw9 – all of which are relatively 
infrequent in Indian population. However these antibodies had been 
identified in other samples.  Antibody specification by tailed analysis 
for class II did not assign some DQB1 specificities. Phenotype beads 
were coated with DRB1, DQB1, DPB1 and DR51/52/53 antigens 
but only the DQB1 antigens were not assigned. It may be useful 
to improve the software further to enable detection of DQA1 and 
DPB1 antibodies which are present on all HLA – Class II screen and 
phenotype beads but cannot be identified. Other helpful measure will 
be, add more beads and probably change the combination of antigens 
coated onto the beads to improve antibody specification but with 
phenotype assay, the level of specification can never be same as that 
of Single antigen bead assay.

Lifecodes DSA kit contains both HLA class I and II capture 
molecules, unlike Flowcytometry, in which each sample of the survey 
is tested for either class I or class II reactivity. Discrepant results 
were seen only for T cell crossmatch. This could be due to matrix 
interference as the class I and II capture molecules cannot be separated 
for testing enriched T cells provided. Raw data revealed that there was 
class II reactivity in avll these samples.  Four of the six discrepant 
results were incorrectly assigned as negative although the MFI was 
higher than 500 but score was less than 2. The fifth sample had MFI of 
499 with score of zero and was assigned as negative. Normally score 
is accorded a priority over MFI for determining a value as positive or 
negative because score incorporates for background correction. There 
is no explanation for the only negative class I crossmatch which was 
assigned incorrectly as positive (Table 1).

Conclusion 
CAP survey may be used for antibody screening and specification 

on Luminex platform, but Luminex crossmatch will require another 
dedicated survey for evaluation.  The performance of the kits can 
probably be improved by using additional beads and also improving 
the software. Antibody specification will require a closer scrutiny 
of results to assign the other specificities of DQB1 especially if it is 
positive for them along with the DRB1 assigned. 
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Table 1: Screening specification and Luminex crossmatch results for 2014
Screen Specification Crossmatch

MX -1A 4/4 Concordant 4/8 all negatives* ;All had MFI <1200 
all positive had MFI >2100   

MX -2 A 2/2 Concordant Concordant 4/4

MX – 1 B 4/4 Concordant 
7/8 one positive* (MFI 3631 score 3) 
actually negative. All other + have 
MFI > 1496

MX -2 B 2/2 Less specificities 4/4  MFI all positive ( MFI 982 ]-3333)

MX - 1 C 4/4 3 concordant, one 
partial concordance 7/8* one negative  MFI 499 (1)

MX -2 C 2/2 Concordant , but 
DQB1 not specified

4/4 MFI  [677, 770 – negative]  
[Positive 10000 -12000 all with score 
3]

Abbreviation: MFI – median fluorescence intensity.

Table 2: showing the results of antibody specification by Flowcytometry and 
Luminex.

Survey ID Number of specificities 
and (% PRA)

Extent of match and unidentified 
antibodies

MX -1 01P n  27 (92) Entirely matched 
02         P  n  18 (98) Entirely matched
03         P n  32 (84) Entirely matched
04         P n  28 (80) Entirely matched 
MX – 2A
01 - P n  8  (73) DR8   (on same beads as assigned)
02 –P n  8  (70) Entirely matched
MX -1B 1-07 P n  45 (80) A 43, Cw6
1-08 P  n  16  (60) B48
1-09 P n  27  (94)  A3 ,B13,  Cw2,Cw9 
1-10 P n  22  (90) B76
MX 2B 5 P n  6   (57) DR51 not detected

           6 P n  20  (57) DQ2,DQ4,DQ5,DQ6,DQ9,DQ7,DR52,
DR14, DR12, DR15

MX  1 C  -13 P  n  7  (60) Entirely matched 

     14 P  n = 14 (48)
B41 detected but negative in results 
Additional specifications on Flow-
A43,A11, B35 not on   

    15 P n = 50 (80) Cw 6 detected but negative in results   
     -16 P  n =  0 % Negative

MX 2 C -09 –P n = 8 (67) DR4, DR7 , DR12 (all are on the true 
positive beads)

      -10 P Negative
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